Detection of thrombotic cuspal obstruction of an aortic bioprosthesis with transesophageal echocardiography.
Bioprosthetic thrombotic obstruction is a rare complication which occurs relatively early after implantation. We present the transesophageal echocardiographic findings in a case of cuspal thrombosis of a Hancock aortic prosthesis which required valve replacement.